MISSOURI DEPARTMENT OF HEALTH
STATE PUBLIC HEALTH LABORATORY NREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT
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CHECKLIST: Place a check (v)4o the left of each item if found™io be satisiactory or if operating within ostablished limits. (Write
in observed values where delermined.) Unchecked items must be corrected before using instrument.
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spread of .005 or less. Check the box corresponding to the standard selution being used. (PRINTOUT ATTACHED) (USE
RECIRCULATION PUMP)
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(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
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List any new paris and describe any alteration or modification that was made to restore the instrument to operate satisfactorily
and within established limits {use other side if necessary)
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®
4@ GUTH LABORATORIES, INC.

530 NORTH 67th STREET & HARRISBURG, PA 17111- 4511 ® TELEPHONE: 717.664-5470

CERTIFICATE OF ANALYSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 08340 of
Alcohol Reference Solution for 'Simulator were analyzed by
gas chromatography and found to contain 0.1211 percent
(w/vol) ethyl alcohol. The expiration date for this lot
number is October 15, 2009 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol -

analysis instrument reading of 0.10 percent BAC.

The alcohc! and wate wused in this solution were

free of test interfering substances.

7 T

Ted L. Pauley, President
GUTH LABORATORIES, INC.
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State of Missouri
DEPARTMENT OF HEALTH

PER MIT
TYPE II

Is hereby authorized to

instruct and supervise operators, train instructors, Inspect,

calibrate, perform field fepairs, and operate the following breath analyzer({s):

DATAMASTER

for the determination of th
air. Issued under the provi

bae __05/06/08

Number 8201409
Explres D5/06/201 0

MO £80-0771 {7-88)

¢ aleoholic content of blood from a sample of explred (alveolar)
slons of sections 577.020 through 577.041, RSMo 19885,

o, & Sl

Director, Departiment of Heallly
Lab. 4 (R7-83}



